Materials Required to Run a Test:

- Test Base
- Sample Receiver
- Transfer Cartridge
- Patient Swab

Follow the step-by-step instructions shown on the instrument screen.

1. 

2. 

3. 

4. 

5. 

6. 

7. Refer to Product Insert instructions for retest procedure in the case of an Invalid result.

8. Refer to the Product Insert for instructions on safe handling and disposal of samples and test components.

Before performing this test, refer to the ID NOW COVID-19 Product Insert and User Manual for complete Test Procedure and additional information.
### Printed Colors

<table>
<thead>
<tr>
<th>Color</th>
<th>PMS</th>
</tr>
</thead>
<tbody>
<tr>
<td>Primary Blue</td>
<td>2995 U</td>
</tr>
<tr>
<td>Dark Blue</td>
<td>303 U</td>
</tr>
<tr>
<td>Magenta Pink</td>
<td>224 U</td>
</tr>
</tbody>
</table>

### Incoming Inspection Colors

Colors below are not used for printing:

- Primary Blue (PMS 2995 U)
- Dark Blue (PMS 303 U)
- Magenta Pink (PMS 224 U)

---

**Abbott ID NOW COVID-19 QRI, EN**

**Size:** 8.5 in. x 11 in.

**PN:** IN190001

**Rev:** 4

**Date of Last Revision:** 4.1 2020/05/04